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Question Asked:  Currently our patients control PCA pumps. When we have patients admitted from the community this can present a challenge as many patient’s families administer medication through the patient’s PCA in the community. For hospitals who allow families to administer patient medication through PCA can you please share your policies, procedures and education materials?
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Responses:

	Contact Info
	Question
(Main or only question)
	Question
(part 2 if any)
	Attachment(s)*
 

	George Fieber RN
Nursing Practice Leader
Thunder Bay Regional Health Sciences Centre
Office: (807) 684-6691
Cell   : (807) 629-0889
	Sorry I can't be of help. This is not our practice.
	
	

	Grace Sutherland  -
Almonte General Hospital/Fairview Manor
Informatics Coordinator/Clinical Educator

	We try to switch patients to a hospital PCA pump as soon as possible.  I have attached our CADD pump policy.

If you are looking only for hospitals that allow families to administer, please disregard my input.

	
	


	Sue Bow
Critical Care Educator(Interim)
Pembroke Regional Hospital
613-732-2811 Ext 6644

	At our facility if a patient is admitted with a community PCA they must be changed over to a hospital one. Families are not permitted to deliver PCA boluses. They need to request nurse to deliver clinician bolus.

	
	

	Corinne Savignac, R.N., BScN, 
Nurse Clinician General Internal Medicine
705-523-7100
Extension 3315
Health Sciences North | Horizon Santé-Nord
41 Ramsey Lake Road 
Sudbury, Ontario P3E 5J1 
 E-mail: csavignac@hsnsudbury.ca
	We do not allow patient’s families to administer medication through the PCA. 

	
	

	Robin Varnes RN,BN
Manager of Clinical Development
Norfolk General Hospital
519-426-0130 ext. 2314

	Hi there. When patients are admitted from the community with a PCA pump, it is discontinued and the patient is started on a gtt. This is not ideal, but our staff do not know how to care for the pump. I look forward to reading some responses. 
	
	

	Peggy Hughes 
ext. 2098
PHughes@southlakeregional.org
	At Southlake we replace the community pump with one of our own. Here is our CADD pump policy.
It would only be the patient administering the bolus.
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&) SOUTHLAKE

Home > Policies & Procedures > Department-Specific Documents > Medicine Manual > Computerized
Ambulatory Drug Delivery (CADD) Pump

Disclaimer: the information contained in this document is for educational purposes only. Any
PRINTED version of this document is only accurate up to the date of printing. Always refer to the
Policies and Procedures Intranet site for the most current versions of documents in effect.

POLICY Manual: Department |Section: Medicine (C:(())gle No.: ME Old Code No.:
Title: Computerized Ambulatory Drug Delivery (CADD) Pump |Original Effective Date: Feb
21, 2020

Review/Revised
Effective Date:

Next Review Date: Mar 01,
2023

Cross Index:
Parenteral Drug Authoring Committee/Program/Dept:
manual, MU M003, |Cancer Care/Palliative Care

MU H003, 11005

Approved By: SLT

As an exception, SLT has approved the use of combined policy and procedure in this
document, notwithstanding accepted practice to have policy and procedure as separate
documents.

POLICY

This policy refers specifically to the CADD®-Solis Ambulatory Infusion Pump currently used in
Cancer Care and Palliative Care units.

1. The delivery of medication via the CADD pump may be carried out by Registered Nurses
and Registered Practical Nurses who have been provided one-on-one training and
competency assessment on the CADD Solis pump by the Nurse Educator.

2. Continuous infusion of medications via a CADD Pump requires a Continuous Narcotics
Infusions for Palliative/Supportive Care Patients Order set to be completed by the
authorized prescriber.

3. Independent Double Checks (IDC) are required for high alert medications administered.
Refer to Independent Double Checks policy. IDC is mandatory with every CADD for:

New Patient programming and start of administration

Changes to continuous delivery rate

Change to Patient Controlled Analgesia (PCA) dose

Change to a new medication bag, and change in medication concentration

Change of shift and transfer of care

4. Prior to the provision of any intervention, procedure or medication administration at
Southlake Regional Health Centre, the health care provider must properly identify the
patient using at least two person specific identifiers as per Identification of Patients
policy.

5. CADD pumps from the community will be discontinued as soon as possible upon
admission and returned to the patient. Southlake Regional Health Center (Southlake) will
supply a pump that will be used during the admission. CADD pumps are monitored and
stored by the Cancer Care Unit in the Medicine Program. If a CADD pump is not available
immediately, the community owned CADD pump may be used until a Southlake CADD
pump becomes available.

6. Medication administered via CADD pumps from community will be discarded in the
pharmaceutical waste bin. Waste will be documented in the patient's chart and replaced
with Southlake dispensed medication during the admission.

7. CADD pump history will be cleared and recorded every shift.

8. CADD pump functions are protected by a security code and are not permitted to be
disclosed to any person who has not completed education and competency assessment,
and who is not a Southlake employee.

o

o 0 0o
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9. Pumps will not be left unattended while unlocked.

10. Pumps are required to be locked at all times while infusing.

11. On discharge, the nurse will discontinue the hospital CADD pump, properly dispose and
record any waste medication, clean the pump with CAVI wipes and return it to the Cancer
Care Unit for storage.

12. All assessments and interventions will be documented as per Southlake policy as
per Documentation - Clinical Documentation (including_System Downtime) policy.

PROCEDURE
Purpose:

e To provide nurses with an outline for the use of a Computerized Ambulatory Drug Delivery
(CADD) pump for the administration of medications in the in-patient Cancer Care and
Palliative Care Units.

Responsibility:

e Nurses
e Nurse Practitioners

Equipment:

e CADD® Solis Ambulatory Infusion Pump
e CADD® Administration Sets with Flow Stop Free-Flow Protection
o Batteries (refer to operator’s manual for specific type and size)

Method:
General CADD Pump Programming:
1.1 Programming CADD for New Patient Initiation:

. Obtain a CADD pump and CADD Administration Set tubing from the Cancer Care Unit.

. Insert 4 AA batteries, close the battery door and turn the knob clockwise to lock.

. Unlock and open the cassette latch.

. Insert the CADD Administration Set cassette hooks into the hinge pins on the bottom of
the pump.

. Lift the cassette latch into the closed position. Verify the cassette is attached correctly. (If
resistance is experienced when lifting the cassette latch, DO NOT FORCE the latch closed.
Unlatch and repeat process. DO NOT USE if still unsuccessful after second attempt.)

. Lock cassette in place by inserting the pump key and turn it clockwise.

. Press the power button to turn the pump ON.

. Pump will perform a self-test.

. Both the green and amber indicator lights flash.

. 6 Audible beeps indicate pump is ready for use.

. Message will ask “Do you want to start a new patient?” Press YES.

. Enter CADD code **** (see Educator for password code).

. Select Palliative Care therapy (only option).

. Select SC Administration (only option).

8. Program CADD pump as per patient prescribed Physician/NP Orders:

1. Nurse to program the pump with an IDC.
i. Select Drug and Concentration to be administered.
ii. Confirm that Drug and Concentration are correct as ordered.
iii. Review pump settings and press REVIEW.
iv. Enter the Continuous Rate
2. Press select and use arrow keys to enter dose.
3. Press Save.
v. Enter the PCA Dose.
. Press select and use arrow keys to enter dose.
. Press Save.
vi. Enter the PCA Lockout.
. Press select and use arrow keys to enter lock out time (i.e. 15 mins, 30 mins).
. Press Save.
vii. Enter the Reservoir Volume (volume in medication bag).
8. Press select and use arrow keys to enter medication bag volume.
9. Press Save.
viii. Enter Accept Value to accept each of the above settings.
9. Spike CADD Administration Set tubing to medication.

10. Message will ask “Prime tubing?” Press YES.

a. Enter code **** (see Educator for password code). Press SELECT or Accept Value.

b. CADD will prompt you to disconnect tubing from patient, open clamps. Then press
‘Prime’. Tubing must NOT be connected to patient during priming.

C. Press Prime.

d. Fluid delivered during priming is subtracted from Reservoir Volume but is not
added to the dose given screen.

11. Message will indicate “Pump is starting” in green.
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a. Priming will automatically stop after 10mL or select ‘Stop Priming’ to stop priming
at any time once tubing is entirely primed.

b. If using a Subcutaneous Butterfly for administration, refer to Subcutaneous
Butterfly - Initiation, Use, Maintenance and Discontinuation procedure. Attach the
Subcutaneous Butterfly adapter set to CADD Administration Set tubing and prime
with the medication.

12. Insert Subcutaneous Butterfly or attach tubing to Peripheral IV or Central Venous Access
Device.

13. Review settings and perform IDC as per IDC policy and two client identifiers as per
Identification of Patients policy.

14. Press Stop/Start button. Message will ask “Start pump?” Press YES.

15. Document initiation.

1.2 Changes to Continuous Delivery Rate, PCA Dose or New Bag:

. Press Stop/Start button.

. From the HOME screen select the administration item to be edited.
. Enter code *** (see Educator for password code).

. Use arrow keys to select desired rate, dose or volume changes.

. Select Save.

. Document changes.

aOulhWNE

1.3 Administration Reports

Administration reports are completed at the end of every shift, when CADD discontinued and as
needed (PRN).

1. From HOME menu select “Reports”.
2. Review and document pertinent administration information on the patient’s MAR as
follows:
i. Time CADD cleared.
ii. Total volume administered.
iii. Total PCA attempts
iv. Total PCA doses given.
v. Signature and co-signature for IDC.
3. Once documented, select “Clear Given/Doses”.

1.4 Discontinue use of pump and wastage of CADD medication:

. Clamp tubing.

. Press Stop/Start button.

. Turn pump off.

. Documentation discontinuation of CADD medication waste with a second nurse witnessing
signature.

5. Discard medication waste and tubing in the pharmaceutical waste bin.

AWN R

2. On-going Assessment, Maintenance and Documentation

2.1 Assess the infusion site at the beginning of each shift during bedside shift report for signs of
redness, swelling, induration, hardness, or leakage at the site and every 4 hours.

2.2 Review the CADD program at the beginning of each shift and with every medication bag
change using Independent Double Check to ensure correct settings including checking:

Concentration of medication in mg/mL

Rate of infusion in mg/hour

Demand dose (bolus, or breakthrough dose) in mg

Dose lockout ( the amount of time that must elapse between demand doses)
The number of bolus doses allowed in a given hour

Reservoir volume

The amount of medication given since the screen was last cleared

Air detector (preset by Biomedical)

Upstream sensor (preset by Biomedical)

2.3 Document assessment and maintenance findings, including the following additional
assessments:

No kinks in the tubing

Pump is functioning; battery level

The number of bolus requested and received by the patient
Pain management

3. Safety Considerations

3.1 Do not get the pump wet as it is not waterproof. If the pump does get wet, dry it with a towel
(a battery change may also be required).

3/4
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3.2 Ensure that the LOCK LEVEL is in the appropriate setting so the patient and family are able to
perform only the function on the pump as prescribed by the physician (i.e. continuous infusion
only, or continuous and bolus dosing) to avoid risk of receiving more than prescribed dose.

4. Patient/Family Education
4.1 In preparing patients to manage the CADD infusion pump in the hospital setting:

i. Assess the patient’s/caregiver’s readiness and ability to learn and manage pump.
ii. Include the caregiver when providing teaching.
iii. Assess the patient’s and caregiver’s level of understanding of:
o The desired effect of the medication

Adverse effects of the medication
Operation of the pump

How to evaluate the effectiveness of the medication
When and how to assess injection sites

o 0 0o

4.2 Document patient/family education.
Special Considerations:

N/A

References:

e CADD® - Solis administrator guide for clinicians (2009). Prepared by Smiths Medical.
Retrieved from http://southlake/doc.aspx?id=14402.

e Perry, A. & Potter, P. (2013). Administering Continuous Subcutaneous Medications. Clinical
Nursing Skills and Techniques (Eight Edition).

Associated Documents:

e Independent Double Check policy and procedure

e High Alert Medications policy

Medication Administration and Medication Hand Off - Responsibilities of Healthcare
Professionals

Identification of Patients policy

Southlake Parenteral Drug Manual

Documentation - Clinical Documentation (including_System Downtime) policy
Subcutaneous Butterfly - Initiation, Use, Maintenance and Discontinuation procedure

Copyright ©1997 - 2020 Southlake Regional Health Centre
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CADD Pump Infusions for Surgical and Palliative Patients:

TITLE:
Subcutaneous and Intravenous
Manual/Policy#: Patient Care Services 1I-M-4 | Division: AGH
. ] . VP Patient/Resident Services & CNE
Original Issue: June 2016 Issued by: Pharmacy & Therapeutics Committee
Previous

Date Reviewed: June 2016 Approved by: | Medical Advisory Committee

o||-P-1 Peripheral IV Therapy
o|lI-N-10 Narcotic, Controlled Drugs
and Targeted Substances

Last Date May 2019 Cross *lI-M-9 Independent Double Check of
Reviewed: y Reference(s): medications Associated with Risk
|I-M-8 High Alert Medication
Management

¢|I-M-13 Medication Administration

1. POLICY STATEMENT:

1.1. The CADD®-Solis Pump will be used in this facility for the administration of all patient
controlled use of intravenous and subcutaneous infusions and medications. The pump
library is maintained by pharmacy and includes soft and hard dose limits. The library is
reviewed when the P&P is reviewed or when additional medications are added to the
pump library.

1.2. A Practitioner’s order is required to establish narcotic and fluid administration for

the patient prior to the initiation of a CADD pump for both surgical and palliative
patients. Medication orders must include:

The drug

The route

The continuous rate (if applicable)

PCA (breakthrough) doses

PCA lockout (time between doses)

Maximum dose limit per hour

Note: A new physician order is required for each dosage change.

Anaesthetists in AGH will use the “Intrathecal Epidural IV PCA Anaesthetists Orders” to
establish a new CADD pump infusion for post op pain control.

1.3. Care of a patient receiving medication via CADD pump may be carried out by a
Registered Nurse or Registered Practical Nurse or Anaesthetist, who has received
sufficient education to become competent on the CADD®-Solis pump. It is the
responsibility of the staff member to maintain their skills and knowledge related to
CADD pump use.

This material has been prepared solely for use at the Almonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of
AGH/FVM/LCPS.
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1.4. Hand hygiene will always be performed before and after palpating insertion sites,
inserting or accessing a subcutaneous catheter, dressing an insertion site or
discontinuing a site.

1.5. As the Almonte General Hospital does not have sterile compounding facilities the drug
required must be ordered from an external supplier. Morphine for post-op CADD
infusion will be kept in stock in the strength of Img/mL. The pharmacy department
must be notified a minimum of 3 business days prior to pump initiation for
HYDROmMmorphone.

1.6. On units where CADD pumps where post-op PCA will be used Naloxone (Narcan) is
available for overdose or adverse events.

1.7. In the event of a pump failure and no other pumps are available, a back-up medication
order is to be obtained.

1.8. Contraindications

1.8.1. Practitioners may want to re-consider the use of a CADD pump narcotic delivery
if the patient has an allergy to Morphine, they do not have enough subcutaneous
tissue for a subcutaneous infusion if requested, the patient is receiving heparin or
low molecular weight heparin, the patient has anticoagulation or clotting disorders
or if the patient is not medically stable.

1.9. Staff Education
1.9.1. Education is provided to all physician and nursing staff prior to setting up and
monitoring the CADD pump. Staff is encouraged to review the CADD Solis pump
training at the Smiths-Medical education website. The registration code will be
provided.
1.9.2. Staff will be considered to have completed training when they are able to
demonstrate all the items on the CADD®-Solis Training Checkilist.

1.10. Patient Education
3.10.1. Assess the patient/family-caregiver’'s readiness and ability to learn and manage
the pump.
Include the family-caregiver when providing teaching as appropriate
Assess the patient’s and caregiver’s level of understanding related to:
e Delivering a bolus dose of medication
The desired effect of the medication
Adverse effects of the medication
Operation of the pump
Evaluating the effectiveness of the medication
¢ Assessment of the injection site
Provide the patient and/or family with the CADD® Patient Information brochure
related to pain management and PCA use

SCOPE:

This policy applies to all Almonte General Hospital Health Care Providers involved in the
use of CADD pumps for medication infusions for both surgical and palliative pain
management.

This material has been prepared solely for use at the Alimonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of
AGH/FVMILCPS.
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3.

5

GUIDING PRINCIPLES:

Patients who require pain management after surgery, for intractable pain symptoms during
end of life care or for independent, comfortable palliation should be considered for CADD
drug delivery to allow improved pain control. The CADD pump drug delivery by
subcutaneous or intravenous infusion allows the patient to receive a programmed
continuous infusion of analgesic and/or allows them to self-administer breakthrough doses
when the pain is not controlled.

The purpose of this policy is to establish a protocol for the administration of narcotic delivery
using the CADD®-Solis 2100 pump delivery system either by subcutaneous or intravenous
route.

DEFINITIONS:

4.1. Continuous Ambulatory Delivery Device (CADD) Pump: provides a pre-set dose of
medication via continuous intravenous or subcutaneous infusions at a constant rate and
/or allows patients to self-administer a pre-set bolus dose of medication at specific time
intervals.

4.2. Independent Double Check: An independent double check is a process in which a
second practitioner verifies the patient identity and the prescribing and administration of
High Alert medication. Such verification can be performed in the presence or absence
of the first practitioner. In either case, the most critical aspect is to maximize the
independence of the double check by ensuring that the first practitioner does not
communicate what he or she expects the second practitioner to see, which would
create bias and reduce the visibility of an error (ISMP, 2016).

4.3. PCA: Patient Controlled Analgesia

PROCEDURE:

5.1 Safety Considerations:
5.1.1 Refer to the CADD®-Solis Ambulatory Infusion Pump Operators manual for
direction on set up, operation and troubleshooting.
5.1.1 Ensure pump settings are cleared before programing settings for a
new patient. When turned on the pump will ask “Do you want to start a
new patient?” Press yes or no as appropriate.

5.1.2 Do not leave the pump unattended while it is unlocked. There will be a
small picture of a lock in the top right hand corner of the screen that will
indicate if the pump is locked or not. The pump will automatically lock on
the home screen after 30 seconds.

Unlock the pump using clinician Code: 997. Pressing the “Task” button twice
after programming, will automatically lock the keypad.

5.1.3 Patient controlled demand doses must be initiated by the patient if post op;
palliative patients may be provided a bolus by the family/caregiver or nurse
as required.

5.1.4 A separate cassette or bag will be used for each medication delivered as
continuous subcutaneous infusion. Although medications are often

This material has been prepared solely for use at the Alimonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of
AGH/FVMILCPS.
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5.1.5

5.1.6

5.1.7

compatible, this practice is problematic for medication titration and can
increase the risk of subcutaneous site irritation.

Independent double checks must be completed by a second RN or RPN:

a) At the time of initial programming
b) At each subsequent setting change
¢) When changing the medication cassette

When post op patients are transferred to the unit, PACU nurses will double
check the PCA settings with the receiving nurse. The PACU nurse will clear
the pump prior to bringing the patient to the unit.

The pump has rechargeable batteries that will last for 500 discharge cycles.
Keep the pump plugged in whenever possible to prevent battery discharge.
The battery will fully charge in 4 hours or less. The back light will stay on
when the pump is plugged in.

5.2 Management of CADD pump from outside AGH

521

5.2.2

ER visits: Do NOT disconnect the CADD pump in ER until the patient is
admitted. The infusion may be stopped if required.

On Admission to AGH: Discontinue the CADD pump as soon as possible
after admission and change to an AGH pump. If the patient is admitted
after hours and an AGH pump or cassette is not available you may use the
community CADD pump until an AGH cassette is available. Use the
patient's own CADD cassette drugs if available and the patient agrees to
their use.

5.3 Discharge from Acute Care

53.1

AGH CADD pumps will not be sent home with discharged patients. Home
and Community Care in the Champlain LHIN will be consulted to set up a
CADD pump for home use prior to discharge.

5.4 Procedure:

541

Obtain a CADD pump from storage if the medication has not already been
initiated. Obtain the drug cassette and extension tubing with air eliminating
filter for palliative patients or medication bag and spiked tubing set with air
eliminating filter for post op patients. Pharmacy will supply the cassettes
and medication bags. If the patient is admitted from home with a pump and
supplies, and the PCA is initiated after hours, supplies from home may be
used.

Remember to clear settings on the machine before starting a program on a new patient.

54.2

54.3

PROGRAM PUMP PRIOR TO ADDING CASSETTE. See CADD®-Solis
VIP Quick Reference Card (Appendix A) for instructions on powering on the
pump, attaching the cassette or cartridge, priming the tubing and
programming.

Perform the first check (independent double check) of pump settings after
the first RN or RPN has programmed the pump. The independent double
check must include:

This material has been prepared solely for use at the Alimonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of

AGH/FVM/LCPS.
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=  Confirm patient identity using 2 patient identifiers.
= Correct drug

= Concentration

= Dose

=  Pump settings

=  Confirm and verify physician order

If the second RN or RPN must change settings they can ‘select’ the item to
be changed and show the first RN or RPN the changes they are making.

5.4.4 After the cassette is attached, the pump will ask “Prime Tubing?” Prime the
tubing prior to connecting to the patient. Hold the air eliminating filter
upright while priming to insure that it fills with liquid from the bottom up.

5.4.5 Attach the tubing to the patient as close to the insertion site as possible.

5.4.6 Carefully insert the remote dose cord for patient bolus dose. Insert straight
in without turning.

5.4.7 Monitor the patient and record assessments using the appropriate PCA
Flowsheet. There are two types of flowsheets:
¢ |V PCA and Continuous Medication Administration Flowsheet
e CADD SQ Medication Administration Flowsheet

5.5 Roles and Responsibilities:

5.5.1. The RN or RPN will perform a baseline nursing assessment of the patient
before initiation of a CADD pump and document findings on the CADD pump Medication
Administration Flowsheet or in Cerner for unit nurses with electronic documentation.
The nursing assessment will include:

Vital signs

02 saturation
Level of sedation
Pain scale
Nausea scale

Independent double checks will also be performed at all points of transition:
admission, transfer and discharge, and leaving and returning from pass.

Notify pharmacy as soon as possible when there are new orders for CADD
pump PCA.

5.5.2. Establish or access a subcutaneous or intravenous line and secure.
Choose appropriate subcutaneous site that are free of lesions, skin breakdown or
edema. See Appendix B. There should be no blood return in a subcutaneous access
device. Document the insertion and ongoing care in the patient MAR in the electronic
health record.

5.5.3. Perform the second check (of the independent double check) of pump
settings at the point of initial set up and points of transition.

5.5.4. Connect the CADD administration set to the subcutaneous or IV access.

5.5.5. An RN will be required to initiate and discontinue CADD pump infusions
for acute post-op patients. An RN may also be required to assume care of patients
experiencing over sedation, especially if there is respiratory depression.

5.5.6. General Duties for Caring for a Patient with a CADD pump:

This material has been prepared solely for use at the Alimonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of

AGH/FVM/LCPS.
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5.5.6.1. Review the program at the beginning of each 8 hour shift
to ensure correct settings. Nurses are expected to
include the following steps within the review:

= Concentration of medication in mg or mcg/mL.

» Rate of infusion in mg/hour or mcg/hr.

= Demand dose (bolus or breakthrough dose) in mg/mcg.

* Dose lockout (the amount of time that must elapse between demand
doses).

= Subcutaneous site for redness, edema or tenderness

= Reservoir volume.

» The amount of medication given since the screen was last cleared.

» Tubing kinks

Note: the dose graph will only report the last 8 hours. The event log will hold
approximately 24 days of data with typical usage.

5.5.6.2. An RN or RPN is expected to reassess the patient post
initiation of the CADD pump at frequencies listed below:

Follow up assessment for post-surgical patients are completed on PCA initiation, with change in
drug, dose or reservoir or with a change in patient status:

every 15 minutes X 1 hour and then

every 1 hour X 4 hours and then

every 2 hours and PRN

Include pain, sedation and nausea scale.

Patient assessment for palliative patients shall be completed at the practitioner’s discretion or:
e oninitiation of the pump
¢ 60 minutes after initiation of therapy and then
e Every 4 hours X 2 and then
e Every 12 hours and PRN

Stopping all assessments should be considered for palliative PCA.

5.5.6.3. The infusion site is to be assessed a minimum of once a
shift for signs of redness, swelling, induration, hardness,
or leakage at the site. Rotate the administration site
every 72 hours or as required using nursing discretion.

5.5.6.4. Cassettes or mini bags must be changed if there are less
than 3 mL remaining.

5.5.6.5. The tubing or extension tubing is to be changed every 72
hours, when there is a change in a drug concentration, or
immediately if the sterile integrity of the closed system has
been compromised.

5.5.6.6. Do NOT clear the pump after assessments or at shift
change.

This material has been prepared solely for use at the Alimonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of
AGH/FVMILCPS.
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5.5.6.7. Monitor for alarms and trouble shoot as necessary
referring to the CADD®-Solis Quick Reference Card
(Appendix A)

5.6. Care and Cleaning of CADD®-Solis Pump

5.6.2.

The following solutions may be used to clean the pump and
accessories, unless otherwise specified:

Soap Solution

Benzalkonium chloride concentrate (0.13%)

Glutaral concentrate, USP (2%) 10% solution of household bleach (one part

household bleach to nine parts water)

Alcohol, USP (93%)

Isopropyl alcohol, USP (99%)

Chlorhexidine gluco

nate (4%) PDI Super Sani-Cloth®

Madacide, MADA medical Virex Il made by Johnson Wax

Coerage Spray and
by Steris

Coverage HB Plus | CaviCide® by Metrex

Quik Fill Compac (A-456-N) by Airkem

Caution: Do not immerse

the pump in cleaning fluid or water. Do not allow the solution to soak

into the pump, accumulate on the keypad, or enter the battery compartment, USB port,
remote dose cord jack, or power jack areas. Moisture buildup inside the pump may

damage the pump.
5.6.3.

5.6.4.

5.6.5.

5.7. Discontinu
5.7.2.

5.7.3.
5.7.4.

5.7.5.
5.7.6.

Do not clean the pump with acetone, other plastic solvents, or
abrasive cleaners, as damage to the pump may occur.

Do not get the pump wet as it is not waterproof. If the pump does get
wet, dry it with a towel and assess whether a battery change is
required.

Do not expose the pump to radiation, ultrasound or magnetic fields.
Please disconnect the pump for the period of time required to
complete any of these examinations.

ing PCA

Stop the pump, clamp the tubing and disconnect it from the patient.
Remove the subcutaneous or intravenous catheter if ordered.

Record the amount infused and the amount to discard. Turn the
pump off

Any AGH drug cassette medication left over will be disposed of as per
the Narcotic, Controlled Drug and Targeted Substances policy
Discard tubing in appropriate discard container

Remove the batteries. Wipe the CADD pump with approved
disinfectant and return to storage closet.

This material has been prepared sol

ely for use at the AlImonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County

Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of
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7. APPENDICES:

Appendix A: CADD®-Solis VIP Quick Reference Card for Clinicians

Appendix B: Recommended subcutaneous infusion sites

See Common Drive for documentation forms.

Evaluation

This policy will be reviewed every 3 years or as equipment changes.

This material has been prepared solely for use at the Alimonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
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Appendix A

Screensaver

sm lths me d LC3 l The screensaver allows the pump to conserve battery

% power when not in an edit mode or if no keypad buttons
Cadd have been pressed for 30 seconds. The pump displays

a blank screen. Press any button on the keypad to turn

on the display, except the PCA dose key when in PCA mode.

Blue Text

Blue text that appears on the screen provides further
instructions for that particular screen.

Insert Batteries

+ infesion Dursban j | 1. Open t_he battery compartment and i_rsert_ four A4
| o v = 2 e : batteries matching the + and - markings inside the

i battery compartment, or insert a rechargeable
battery pack

[l

Close the compartment cover when the batteries
are in place

Power On

1. Press and hold the power switch

[l

The pump carries out self-tests and sounds six beeps
when the tests are complete

[*%]

Home screen is displayed

CADD®-Solis VIP

Ambulatory Infusion Pump Unlocking the Pump

Quick Reference Card for Clinicians With the code

1. Press & or W until the first digit of the code is shown
2. Press Select to advance to the next digit

Repeat with the second and third digits then press

A. Battery Compartment G. Remote Dose Cord Jack Select or Accept Value

B. Display H. Keypad With the key

C. Indicator Lights I. Cassette Latch 1. Insert into the lock and turn
D. USB Port J. Cassette/Keypad Lock counterclockwise

E. Blue AC Power Light K. Power Switch

F. AC Power Jack

I NIS material nas peen preparea solely Tor use at ine Aimonte Gen ;
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of
AGH/FVM/LCPS.
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Setting up the Pump for a New Patient

1.

pa
é.

Insert a fresh set of four AA batteries or a rechargeable
battery pack

Press and hold the power switch to turn the pump on
Pump displays the home screen

Select Tasks, then View Advanced Tasks, then Start
Mew Patient

The next screen informs you that completing this task
will overwrite all delivery settings

Mote: To edit individual settings rather than starting a new

tient or protocol, see Editing Individual Delwery Settings.

Press continue to unlock the keypad using the security
code or the pump key

Select the therapy -
press & or W to highlight
the desired therapy and
press Select

Select the qualifier-
press A or W to highlight
the desired gualifier and
press Select

Select the drug - press &k or W
to highlight the desired drug
and press Select

. Confirm and review the
settings — press Yes if the
information is correct and
Review to continue

. Carefully check the patient
specific parameters. Press
Accept Value on each
parameter, or press
Select to change gl 1 mpird.

. When you have finished the
review, press Next to continue

Editing Individual Delivery Settings

The delivery settings are patient-specific parameters
of a therapy that are directly related to the drug being
infused and can be edited within Llimits established in
the protocol.

Toview and edit delivery settings:
1. Stop the pump if it is running

2. Inthe Tasks menu, press & or W until View Delivery
Settings is highlighted, then press Select

3. Press & or W until the desired setting is highlighted,
then press Select

4. If requested, unlock the keypad

o

Press & or W until the desired value appears on the
zcreen, then select Save

Change any additional settings by scrolling through the
remaining delivery settings and press Select to edit each
setting as necessary.

Mote: Editing individual delivery settings in Step or Taper
mode will reset the infusion back to the beginning.

Attaching a Cassette

Clamp the tubing and open the cassette latch

2. Insertthe cassette hooks into
the hinge pins on the bottom
of the pump. Swing the
cassette to the latch position

3. Place the pump uprighteon a
firm, flat surface, and press
down on the latch side of the
pump so the cassette fits
tightly against the pump

4. Lift the cassette latch into
the closed position. f you
experience resistance when
lifting the cassette latch
handle, do not force the latch.
If the pump doesn't latch
easily, unlatch the cassette
and repeat the process

o

Verify the cassette is attached properly. Looking from
left to right, the top of the cassette should line up
evenly with the bottorn of the purnp and be securely
attached. If an uneven gap exists, unlatch the
cassette and repeat the process

6. To lock the cassette, insert the purmnp key into the
lock and turn it clockwise into the locked position

This material has been prepared solely for use at the Almonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of

AGH/FVM/LCPS.
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Removing a Cassette

1. Make sure the pump
is stopped and clamp
the tubing

2. If the cassette is locked,
insert the pump key
and the turn the lock
counterclockwize into the
unlocked position

3. Push down on the
cassette latch until the
cassette detaches

Recetting the Reservoir Volume

After attaching a new cassetfe

1. The screen displays Reset reservoir volume to XX
mL7? Select Yes to reset the volume or No to keep
the volume at the current setting

Without changing the cassette
1. Stop the pump if it is running

2. In the Tasks menu, press & or W to highlight Reset
Reservoir Volume and press Select

3. The screen displays Reset reservoir volume to ¥X
mL? Select Yes to reset the volume

Priming the Tubing

Ensure that the pump is stopped, the tubing is
disconnected from the patient, and the tubing
clamps are open.

After changing a cassette

1. If a cassette is attached after the pump is powered
on, a Prime Tubing? screen will appear. Select Yes
[unlock the keypad if required]

2. Select Prime

3. Select Stop Priming when the air is removed or the
delivery will stop at 10mL lor 20mL if a high volume
set is attached]

No casseffe is changed

1. Inthe Tasks menu, press or to highlight Prime Tubing
and press Select [unlock the keypad if required]

2. Select Prime

3. Select Stop Priming when the air is removed or the

delivery will stop at 10mL [or 20mL if a high volume
set is attached]

Reports can be viewed at any time, with the pump
running or stopped.

1. Inthe Tasks menu, press N IR T

& or ¥ to highlight View T =T

Reparts and press Select 140 4% Hach 0 et mL
2. Press & or 'V to highlight s et s b

the desired report and Ouspiay and Somm Smings

press Select L L1

| WEwRescets
3. Press Back to return to the W Al Tl
Select Report menu and
then Back again to return
to the Tasks Menu

Patient Permissions

Stop the pump if it is running. [00mi [0 ssppat 3]

In the Advanced Tasks menu, oo L
press & or W to highlight = =
Patient Permissions and Jand ks
press Select. [PamstPomisons |

Arand Goclesoas Samngs
A Samegs
Sacenty Samngs

Priming security on/off
Setting this value to off allows
patients to prime the tubing
without having to enter a security code.

1. In the Patient Permissions menu, press & or ¥ to
highlight Priming Security On/0ff and press Select
2. Unlock the keypad
3. Press & or ¥ to set the security to an
[security code required] or off [no security
code required] and select Save
Delayed start security on/off
Setting this value to off allows patients to set delayed
starts without having to enter a security code.

4. Im the Patient Permissions menu, press & or W
to highlight Delayed Start Security On/Off and
press Select

5. Unlock the keypad

6. Press A or ¥ to highlight on [security code
required] or off [no security code required)
and select Save

This material has been prepared solely for use at the Almonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of
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System Fault Alarm

An unrecoverable error may
have occurred, such as a
hardware or software fault.
The amber indicator Light

is on along with a two-tone
alarm and a red screen. To
clear the alarm, remove
power from the pump.

High Priority Alarm

The pump pauses or stops

if it is running. The pump
screen is red and the alarm
continues until a key is
pressed or the condition that
triggered it goes away.

Alarm

Medium Priority Alarm

The pump does not stop if it
is running. The pump screen
is amber and the alarm
continues until a key is
pressed or the condition that
triggered it goes away.

Low Priority Alarm

The pump does not stop

if it is running. The pump
screen is blue and the alarm
continues for five seconds or
until a key is pressed or the
condition that triggered it
goes away.

Informational Message

The pump does not stop if
it is running. The message
appears in the status bar.
The alarm continues for
five seconds and may

be silent, requiring no
acknowledgement.

Troubleshooting

Screen is blank and alarm is sounding

Alarm Prierity High. The pump was delivering and
the batteries were removed or the battery door was
opened. The pump has lost power and is no longer
delivering. Clear the alarm by turning the pump back
on, or the alarm will stop after the power has been off
for @ minimum of two minutes.

Air-in-line detected. Press “acknowledge” then
prime tubing

Alarm Priority High. The air detector has detected air

in the fluid path. The pump was delivering and is now
stopped and will not run. Select Acknowledge to clear
the alarm. If the fluid path contains air bubbles, close the
clamps, disconnect the fluid path from the patient, then
prime the tubing to remove the air and restart the pump.

Battery depleted. Pump stopped.

Alarm Prierity High. If the AC adapter is attached,
select Acknowledge to clear the alarm. Remove

the batteries and install four new AA batteries or a
rechargeable battery pack. To start delivery, good
batteries must always be installed even when an
external source of power is connected. If appropriate,
restart the pump.

Battery low. Replace battery.

Alarm Priority Low. Select Acknowledge to clear the
alarm, or it will automatically clear after five seconds.
Recharge or change the rechargeable battery pack or
replace the four AA batteries soon.

Downstream occlusion. Clear occlusion between
pump and patient.

Alarm Prierity High. The pump has detected high
pressure, which may be resulting from a downstream
blockage, kink in the fluid path, or a closed tubing clamp.
Delivery pauses and resumes if the occlusion is removed.
Remove the obstruction or select Stop Pump to silence
the alarm for two minutes, then remove the obstruction
and restart the pump.

Reservair volume low

Alarm Prierity Medium or Low. The priority depends on
how the alarm is programmed in Admin Settings. The
level of fluid in the reservair is low. Select Acknowledge
to clear the alarm and prepare to install a new reservoir,
if appropriate.

This material has been prepared solely for use at the Almonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
associated with AGH/FVM/LCPS. No part of this document may be reproduced in any form for publication without permission of

AGH/FVM/LCPS.

12 of 14






CADD Pump Infusions for Surgical and Palliative Patients: | Policy # Patient Care | Page 13 of 14
Subcutaneous and Intravenous Services II-M-4

Troubleshooting continued

Reservoir volume is zero. Pump stopped.

Alarm Priority High. The reservoir volume has

reached 0.0 mL. The pump will stop and not run. Select
Acknowledge to clear the alarm. Attach a new reservoir
and reset or edit the value of the reservoir volume,

if appropriate.

Upstream occlusion. Clear occlusion between
pump and reservoir.

Alarm Priority High. Fluid is not flowing from the fluid
container to the pump, which may be due to a kink,
closed clamp, or air bubble in the tubing between

the fluid container and pump. Delivery is paused and
will resume if the occlusion is removed. Remove the
obstruction to resume operation. The alarm will clear
when the occlusion is removed. You must acknowledge
this alarm after it clears if it has occurred and cleared
more than three times with 15 minutes.

Customer and Clinical Services
1-800-258-5361

www.smiths-medical.com

Smiths Medical ASD, Inc. MPAUCA-1461
S000 Mathan Lane North

Minneapolis, MN 55442, USA c e Rx
Tol: 1-514-210-7300

Toll-Free USA: 1-800-258-5341 0473 ONLY
www . smiths-medical.com smths medwcal

Find your local contact information at
www.smiths-medical. comycustomer-support

Smiths Medical is part of the global technology business Smiths Growp plc.
Product[s] described may not be licensed or available for sale in all countries.
CADD and the Smiths Medical design mark are trademarks of Smiths Medical. The
gﬂmhul (B indicates the trademark is registered in the LS. Patent and Trademark

ice and certain other countries. © 2074 Smiths Medical. All rights resarved.
IN193552EM-122014
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Appendix B

Recommended Subcutaneous Infusion Sites

@ Scapula

@ Subclavicular chest Wall

@ Anterior abdominal wall

@ Anterior aspect of the upper arms
@ Anterior aspects of the thighs

Upper Back (Scapula)
Use when other sites unsuitable or
client confused/restless

Subclavicular Area
Avoid when client:
e haslung disease
e is active (risk of pneumothorax)

Upper Arms
Avoid if possible for HDC

Abdomen
Avoid in presence of tense abdominal
pressure

Thighs
Best location for HDC

Note: The following areas should be avoided when inserting subcutaneous access for either

intermittent or continuous use:

Areas that have too little subcutaneous tissue
2" (5 cm) diameter around umbilicus

Skin folds or clothing lines (i.e. waistline)
Breast tissue

Areas with bony prominences

Tumor sites

Sites that have been recently irradiated

Areas with lymphedema, edema or ascites

Area in close proximity to central lines

Sites with induration, inflammation or infection present

Areas with broken skin, bruises, masses, abrasions, moles, burns or scar tissue

Saskatchewan Health Authority, 2018 Subcutaneous therapy - intermittent and

continuous — adult & pediatric,

https://www.saskatoonhealthregion.ca/about/NursingManual/1074.pdf

This material has been prepared solely for use at the Almonte General Hospital (AGH), Fairview Manor (FVM) and Lanark County
Paramedic Services (LCPS). AGH/FVM/LCPS accepts no responsibility for use of this material by any person or organization not
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